Needle holder damage to surgical needles.
Clamping surgical needles between the jaws of needle holders with teeth markedly weaken the needles, making them prone to breakage. In contrast, clamping surgical needles between either smooth needle holder jaws or jaws embedded with tungsten carbide particles did not alter the ductility of surgical needles.